
All-in-one Wireless seat-pad for residents.                                 

No more worries about batteries, wires, or alarm box!  

 

 

 

 

 

 

 

Thank you for purchasing Easy-Pad – the simple, all-in-one fall alert seat pad. 

 

Instructions: 

1. Easy-Pad is the integrated pad solution with a built-in alarm, and could be connected 

to an external device or a nurse-call system. 

2. The device consists of the pad and the attached control unit. 

3. To activate a brand new pad, pull the clear plastic latch in the control unit. This will 

activate the pad, and will set off an alarm. Press the green reset button on the control 

unit to reset the alarm.  

4. Place the pad on the seat which the residents sit on.  The pad should be placed 

directly under the resident’s buttocks, and as close as possible to the chair’s back.  

5. Easy-Pad  could be attached to the seat using double-side tape to prevent slipping. 

6. The control unit should NOT be placed underneath the resident’s legs.  

7. Assist the resident to sit on the pad, and the system will automatically activate itself.  

No need to press any activation or ON button. 

8. When a resident lifts himself / herself off the pad, the alarm will sound.                      

The alarm will reset when: 

a. The resident sits back on the pad. 

b. The green, reset button on the control unit is pressed. 

c. The magnet key is attached to the control unit. 

9. DO NOT fold or bend the pad, as folding or bending the pad will effect it’s 

functionality. 

10.  Clean the pad with a lightly dampened and wringed cloth.     

 

 



 

 

 

 

 

 

 

Limited Warranty / Disclaimer 
 

This pad is warranted for a single resident use, for a continuous period of 90 days use from the day first 

utilized.  Shelf life warranty against defective material or workmanship is one (1) year from shipping. 

 

Damaged due to neglect, misuse, accident, abuse, improper service or any other user-related causes, 

will void the warranty.  

 

This product should be used in conjunction with a detailed “Fall Management Program” conducted at 

the user facility. This product is intended to supplement, but not replace, any fall management measures 

taken by the facility. 

 

This product does not, nor is it intended to, tie residents to a chair. This product will not prevent falls 

and is intended only to alert staff when a resident gets off the chair. 

 

Do not heat or sterilize the pad. Do not make holes or tear the plastic cover. Do not immerse the pad 

into a container of water or other cleaning liquid.  

 

To ensure functionality, the pad should be tested manually daily. Should the pad not function properly, 

immediately replace with a new pad. 
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